Microscope Inventory for PM in January 2011 


microscope active 


!I0 

Department 

ContactName|Room| 

Description 

Model 

Manufacturer 

Serial 

comments 

69;iDrug 

Chuck Salemi 5358 

Dissecting 

Stereomaster 

Fisher 

987409 

new to inv. list 12/20/04 

esiprug 

Chuck Salemi 5358 

Light 

BH2 

Olympus 

236477 


leprug 

Chuck Salemi j358 

Light 

Micromaster12561B 

Fisher 

FW98-07-2116 


14; 

Drug 

Chuck Salemi P58 

Dissecting 

Steromaster 

Fisher 

FW98-241384 


62 

Drug 

Chuck Salemi P61 

Dissecting 

Stereo 

Fisher 

FW98-241393 


75: 

Drug 

Chuck Salemi pdi 

Light 

Micromaster 

Fisher 

A28d3-0520-0dd9 

new 6/10/09 

47: 

Drug 

Chuck Salemi ;i361 

Light 

Micromaster 12-561B 

Fisher 

FW-01-07-3710 


71: 

Drug 

Chuck Salemi i361 

Dissecting 

VWR 

Vistavision 

V200840 

new to inventory list 2005 

13: 

Drug 

Chuck Salemi ;;361 

Light 

Micromaster12561B 

Fisher 

FW98-072115 

Broken—can it be fixed??? 

20; 

Drug 

Chuck Salemi P62 

Dissecting 

StereoMaster 12-562-1 

Fisher 

FW98-24-1396 


15; 

Drug 

Chuck Salemi ;i362 

Light 

Micromaster 12-561-B 

Fisher 

FW01-07-3726 


12; 

Drug 

Chuck Salemi ;i362 

Dissecting 

Stereo Zoom 570 

Reichert 

BD289352 


io; 

Drug 

Chuck Salemi ;i362 

Light 

Micromaster 

Fisher 

FW-98072117 


17; 

Drug 

Chuck Salemi :i363 

Dissecting 

StereoZoom 570 

Reichert 

279287 


18: 

Drug 

Chuck Salemi ;|363 

Dissecting 

StereoMaster 12-562-1 

Fisher 

FW98-24-1351 


19 

Drug 

Chuck Salemi ;|363 

Light 

Micromaster12-561-B 

Fisher 

FW98-07-2002 



. 1 . 


ID Department j ContactName |Room| Description Model 


microscope active 


iManufacturer 


Serial 


comments 


41 ijBacteriologyiiCheryl Gauthier;;404 
eSilBacteriology iCheryl Gauthierii404 


iFluorescent 

■Phase 


;iE400 

lE4do" 


ijNikon 

ilNikon 


^666642 

l667l'69"' 


Folk OIG PRR 003811 















































































































Microscope Inventory for PM in January 2011 


ID Department|^ntactName|Room| Description 


microscope active 


Model 


iManufacturer 


Serial 


comments; 


37::Bacteriology 

Garry Greer ;|406 jLight 

:iBH2 

ijOlympus 

|240922 


Q: Bacteriology 

GarryGreer ;|44S pissecting 

is§e-4 

ijAmerican Optical j928861 

Not in Service Jan 11 

8;iBacteriology 

Garry Greer MIS sLight 

iSM-LUX 

ijLeitz 

|862S77 


^Bacteriology 

GarryGreer MIS pissecting 

ijStereoMaster 

ijFisher 

|FWOO-24B-22i9 

New to lab? Jan 11 

74:;Bacteriology 

Jamie Holland |4S8 jLight 

:i12-S61-4B 

ijFisher 

|k2607-0024-018 



microscope active 


m 


Room| Description 

Model 

Manufacturer 

Serial 

comments 

i 

40; 

Bacteriology iPeter Belanger 

460 ^Fluorescent 

E400 

Nikon 

j666264 



31^ 

Bacteriology peter Belanger; 

460 pissecting 

S70/S61 ;! 

American Optical 

]898298 



CO 

CD 

Bacteriology iPeter Belanger 

460 pight 

E400 

Slikon 

|6656'67 




microscope active 


m 

Department 

ContactName 

Room| Description 

Model 

1 Manufacturer 

Serial 

comments 

S6 

WNV 

Michael Albrecht 

70S jLight 

Dinoptic 

jBausch/Lomb 

324SBD j 

73 

WNV 

Michael Albrecht 

70S jStereo 

Stereo zoom 

jFisher 

N/A 

jnew to inventory 12/OS 

S2 

WNV 

Michael Albrecht 

70S jLight 

Stereomaster 

jFIsher 

FW00-209-00S3 

jOne of these needs a new bulb 

S3 

WNV 

Michael Albrecht 

70S jLight 

Stereomaster 

jFisher 

FW01-210-00S1 

|jan2011 

S4 

WNV 

Michael Albrecht 

70S jLight 

Stereomaster 

jFisher 

FW01-210-00S2 j 



microscope active 


{iDfDepartment 

ContactName 

Room I Description 

Model 

Manufacturer 

Serial 

comments 

j43;:Virology 

Xiangtai Wangi 

71OC IFluorescent 

piaphot 200 

Nikon 

41049S 

X2 / year 

j38;:Virology 

Xingtai Wang 

71OC IFluorescent 

iEclipse E400 

Nikon 

66S006 



Folk OIG PRR 003812 







































































































Microscope Inventory for PM in January 2011 



microscope active 



i 


ContactName 

Room I 


Model 

Manufacturer 

Serial 

comments 

n 

TB 

Paul Elvin 

757 

Dissecting 

ijEMZ 


Meljl 

28095 


i§4 

TB 

Paul Elvin 

75? 

1 inht 
•-lyi 11 

ieuE 


1 g>i 1^0 

IxCT 

244576EM0050 

X2 / year Not In Service Jan 2011 

' 4 

TB 

Paul Elvin 

761 

Fluorescent 

:iBX40 Fluor 


Olympus 

5K00705 

X2 / year 

' 3 

TB 

Paul Elvin 

761 

Fluorescent 

p\-\2 Fluor 


Olympus 

236500 

X2 / year 


TB 

Paul Elvin 

757 

Light 

jE400 


Nikon 

011393 

New—from Reference, 


microscope active 



Departmenfj 

ContactName |Room| Descrip1 ion 

1 Model 

Manufacturer 

Serial 

comments 

25 

Virology 

Ralmond KonomITII ;:lnverted 

iCK2 

ijOlympus 

4G09679 


72 

Virology 

Raimond KonomM711 ;ilnverted 

112-560-45 

Fisher 

El 603-2504-006 

new to inventory 12/05 

24 

Virology 

Raimond Konomi:712C jiUght 

iStandard 25 

iiZelss 

25122 

in ser. 12/06;out 12/07; in 7/08 

67 

Virology 

Raimond Konomii712C jlLight 

ICK 

ijOlympus 

216022 


65 

Virology 

Raimond Konomii712C IjFluorescent 

|E400 

jNIkon 

673287 

X2 /year 

66 

Virology 

Raimond Konomli712C jjLight 

iEcllpse Inverted TS 

hoo 

jNIkon 

105 246 


59 

Virology 

Raimond KonomM714 Ijlnverted 

iWllovert 30 Westover 
iSclentlflc 

jHund 

1013271 


2 



iLabophot Fluor 

jNIkon 

224774 

X2 / yeai 

26 

Virology 

Raimond Konomi;761 Fluorescent 

iBH2 Fluor 

jOlympus 

222885 

X2 / year 


Folk OIG PRR 003813 




















































































